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Mechanical vibrations in buildings are ubiquitous. Such vibrations limit the performance of sen-
sitive instruments used, for example, for high-precision manufacturing, nanofabrication, metrology,
medical systems, or microscopy. For improved precision, instruments and optical tables need to be
isolated from mechanical vibrations. However, common active or passive vibration isolation systems
often perform poorly when low-frequency vibration isolation is required or are expensive. Further-
more, a simple solution such as suspension from common bungee cords may require high ceilings.
Here we developed a vibration isolation system that uses steel springs to suspend an optical table
from a common-height ceiling. The system was designed for a fundamental resonance frequency of
0.5 Hz. Resonances and vibrations were efficiently damped in all translational and rotational degrees
of freedom of the optical table by spheres, which were mounted underneath the table and immersed
in a highly viscous silicone oil. Our low-cost, passive system outperformed several state-of-the-art
passive and active systems in particular in the frequency range between 1–10 Hz. We attribute this
performance to a minimal coupling between the degrees of freedom and the truly three dimensional
viscous damping combined with a nonlinear hydrodynamic finite-size effect. Furthermore, the sys-
tem can be adapted to different loads, resonance frequencies, and dimensions. In the long term,
the excellent performance of the system will allow high-precision measurements for many different
instruments.
I. INTRODUCTION
Advances in modern technology have enabled the in-
vestigation and development of nanoscale objects rang-
ing from semiconductor devices to single molecular ma-
chines in biology. One requirement to manipulate and ob-
serve such objects, is to isolate instruments that are used
to characterize these objects from mechanical vibrations
that are particularly present in fabrication plants and
research laboratories. The amplitude of such vibrations
often exceeds the dimension of nanoscale objects in par-
ticular for frequencies below 10 Hz. The frequency band
of building noise typically ranges from sub-1 Hz to sev-
eral tens of hertz depending on the source. Typical noise
sources that couple to building resonances in the range
of about 1–40 Hz are elevators (.40 Hz), people walking
in the building (≈1–5 Hz), heating/ventilation/air condi-
tioning (≈7–350 Hz), machines, motors, and transformers
(&4 Hz, often with peaks close to the power line frequency
of 50 Hz or 60 Hz and overtones), wind (≈1–13 Hz), ocean
waves ≈ 0.1 Hz and many more such as nearby traffic
[1, 2]. Vibrations with frequencies below .100 Hz have
a long wavelength compared to typical room dimensions.
Therefore, they are well transmitted through structures.
Because of their long wavelength they are also poorly
damped by most materials. Mechanical vibrations with
frequencies above 100 Hz often have sufficiently low am-
plitudes that they do not interfere with measurements.
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In this frequency range, sound isolation is more impor-
tant, which will not be considered further here.
For isolation of instruments from mechanical vi-
brations, most passive systems are approximated and
oversimplified by a one-dimensional damped-harmonic-
oscillator model [1–6]. Below the resonance frequency
f0, vibrations directly couple to the instrument with-
out attenuation. Above resonance, vibrations are atten-
uated. The relative amplitude of transmitted vibrations
rolls off in analogy to a low pass filter. The strength of
the filter depends on the damping ratio ζ = γ/(2
√
mκ),
where γ is the damping coefficient, m the instrument
mass, and κ the spring constant. For high frequencies
f  f0 the amplitude of a damped harmonic oscilla-
tor falls off with 1/f2 independent of the damping ratio.
However, the motion transmissibility of a vibration isola-
tion system, taking into account the displacement of the
oscillator position relative to the (moving) support, falls
off with 1/f [1, 2]. And, counterintuitively, the amount
of vibration isolation for f >
√
2f0 is less with an in-
creased damping ratio. Therefore, systems are typically
not overdamped with the consequence that at resonance
vibrations are slightly amplified [1, 2]. Real systems have
many degrees of freedom, typically coupled through vis-
coelastic damping elements [2]. The response of such a
system to a disturbance often cannot be solved analyti-
cally. Thus, the vibration isolation performance needs to
be tested under conditions that the system is designed
for. The optimal amount of damping will depend on the
noise spectrum of the building and other criteria such
as an optimized transient response. Overall, for efficient
vibration isolation between 1–10 Hz, a passive vibration
isolation system ideally should have a fundamental reso-
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FIG. 1. Steel spring based vibration isolation system. (a) Schematic of the system suspended from the ceiling of a walk-in
chamber. (b) Picture of the system showing the vibration analyzer in the middle of the optical table and lead bricks as additional
payload. All vibration measurements were performed in this manner. Magnified inset: View of the damping elements, mounting
rail, and mechanical stopper. (c) Damping implementation for the internal steel spring resonance based on rubber gloves and
tape (yellow) [not shown in (b)].
nance frequency below 1 Hz, be somewhat underdamped
(ζ < 1), and provide damping in all degrees of freedom
without coupling them.
Typical vibration isolation systems for optical tables
include bungee cords [7], air damped tables [8], passive
systems with a negative-stiffness mechanism [6], active
systems that include an accelerometer, an actuator and
feedback controller [5, 9, 10], and less common pendulum
systems [11]. While suspension from bungee cords is by
far the cheapest solution, damping may not be optimal,
cannot be tuned, and is determined by the choice of rub-
ber. Also, because rubber is viscoelastic there is creep
in the extension, the stress-strain relation may be highly
non-linear, and large static strains exceeding 50%˙ are not
recommended over long periods of time [2]. One reason
for the latter recommendation is that rubbers may crys-
tallize under high, continuous strain causing failure of the
material [2]. In general, for a ceiling-suspension system,
the ceiling height limits the maximum length of the ex-
tended suspension spring given by its resting length plus
its extension.
Low resonance frequencies require high ceilings. Inter-
estingly, the resonance frequency f0 of a mass suspended
from a ceiling via a Hookean spring only depends on the
extension ∆z of the spring
f0 =
1
2pi
√
κ
m
=
1
2pi
√
g
∆z
≈ 0.5 Hz√
∆z˜
, (1)
where the gravitational acceleration is denoted by g and
the value of the extension in meters by ∆z˜. For exam-
ple, for a resonance frequency of 0.5 Hz, 1 m of spring
extension is necessary. The relation is a consequence
of Newton’s first law, that, in steady state, the table
is at rest with no net force acting on it: the sum of the
gravitational force Fg and spring force Fs is zero, i.e.
Fg + Fs = mg − κ∆z = 0, resulting in Eq. 1 due to the
linear relation between the spring constant and the mass
(κ = mg/∆z). Thus, for a given geometry, i.e. ceiling
height, the resonance frequency is only limited by how far
the suspension spring can be extended. To achieve the
maximum extension for a given mass, the spring constant
needs to be chosen appropriately. While rubber generally
allows for very high strains up to several times the rest-
ing length, for continuous strain applications—as stated
above—maximum strains of ≈50 % are recommended.
This strain also roughly corresponds to the maximum
strain before failure of common bungee cords [12]. Thus,
with such a strain and an extension of one meter, the
resting length of the bungee cord would be about two
meters. Together with an optical table height of about
one meter, results in a ceiling height of about four me-
ters. Steel springs allow for a shorter resting length, are
ideal for large static, continuous deflections, and practi-
cally have no creep when operated at room temperature
[2]. However, steel springs require an additional damp-
ing system. Here, we show how to implement a vibration
isolation system that is viscously-damped in all degrees
of freedom minimizing the coupling between them. The
system is based on steel springs and suitable for common
ceiling heights below three meters. Higher ceilings should
allow for a lower resonance and even better performance.
II. MATERIALS AND METHODS
We used steel springs (Z209JX made of EN10270-1
steel; Gutekunst Federn, Metzingen, Germany) with a
spring constant of k = 0.39 N/mm (initial tension of
21 N and maximum spring force of 438 ± 22 N) having
3an unloaded resting length of z0 = 0.365 ± 0.004 m (in-
cluding the mounting hooks), a maximum extension of
1.054 m, and weight of ≈1.4 kg. The silicone oil had a
very high viscosity of η = 100 Pas (Wacker AK 100000,
Wacker Chemie AG, Munich, Germany). Note that the
silicone oil was the most expensive component of the vi-
bration isolation system. The optical table had dimen-
sions of 900×1400×200 mm and a mass of around 146 kg
(1HT09-14-20; Standa, Vilnius, Lithuania). As addi-
tional test payload, we used about 40 lead bricks weighing
1 kg each. The steel spheres (51604M6; ball-tech Kugel-
technik GmbH, Bodenheim, Germany) used as damping
elements had a radius of r = 2 cm, a mass of 245 g, and
have a M6 thread used to mount them below the optical
table. Transparent silicone oil beakers mounted on a ta-
ble frame were made of acrylic glass in the local workshop
with an inner diameter and height of 10 cm. To mea-
sure acceleration and velocity, we used a vibration ana-
lyzer system with a specified sensitivity in acceleration
of 1µg over a frequency range of 2–1000 Hz (VA-2; The
TableStable Ltd., Mettmenstetten, Switzerland). Note
that our designed resonance frequency of 0.5 Hz was out-
side this range (the vibration analyzer’s transfer function,
approximated well by 1/(1 + (0.73/f)2)/(1 + (f/858)2)
in the frequency range of 0.1–5000 Hz, has a value of
≈0.3 at 0.5 Hz) and vibrations on the table were largely
below 1µg. Also note that while vibration amplitudes
may be underestimated outside the specified frequency
range, the frequency itself of a ceratin vibration, e.g. a
resonance, is still reliably measured. From the acceler-
ation amplitude a, the velocity and displacement spec-
tral amplitudes can be calculated by |υ| = 1ω |a| and
|x| = 1ω2 |a|, respectively, where ω = 2pif is the angu-
lar frequency. To compare the acceleration on the opti-
cal table to the gravitational acceleration, we plot refer-
ence lines with a constant spectral density of acceleration
in units of g. For example, the root-mean-square (rms)
velocity density corresponding to 10 ng is calculated ac-
cording to 1/(2pif) ·9.81 ·10−8/√2 m/s2/√Hz. To record
the power spectral densities of the vibrations, we used a
data acquisition system from National Instruments op-
erated via LabView with custom written software. For
noise reduction, we always averaged 40 power spectra. To
measure a macroscopic transient response (1–2 cm dis-
placement from the equilibrium position) of the vibra-
tion isolation system, we mounted a laser (LuxX 488-
100, Omicron-Laserage Laserprodukte GmbH, Rodgau-
Dudenhofen, Germany) on the optical table pointing at
a camera (PowerShot SX500IS) fixed to the inside wall of
the walk-in chamber. The recorded video was analyzed
in Fiji [13] by tracking the position of the laser spot as a
function of time.
III. INSTRUMENT DESIGN
We designed the vibration isolation system for an op-
tical table with a resonance frequency of ≈0.5 Hz in a
walk-in chamber with a ceiling height of hroom ≈ 2.5 m
[Fig. 1(a)]. The chamber is located in a basement lab-
oratory room of the building. This location already re-
duces the input of vibrations significantly. The walk-in
chamber itself is isolated from the remaining building
via a vibration damping foam underneath a steel plate
floor. On the steel plate, the chamber is made of brick
walls with a concrete ceiling and sound proof door. The
chamber isolates well from acoustic noise. Experiments
are controlled from outside the chamber minimizing user-
induced disturbances. The walk-in chamber is equipped
with mounting rails in the ceiling. From these ceiling
rails, we suspended an optical table using steel springs.
The springs were attached to the table via steel mount-
ing rails on which the optical table was fixed [Fig. 1(b)].
Note that we used small rubber pads between the end
of the springs and the rails to reduce the transmission
of high-frequency vibrations. To the same rails, we at-
tached the damping elements—steel spheres immersed in
silicone oil. An additional table frame under the optical
table was used to fix the silicone oil containers. To pre-
vent extreme downward displacements, we mounted me-
chanical stoppers to this table frame [see magnified inset
in Fig. 1(b)]. Based on the estimated weight, the spring
constant was chosen to achieve f0 ≈ 0.5 Hz. With the
total suspended mass of the optical table and test pay-
load (eventually a high-resolution microscope), springs
were extended to their maximum with a total length of
z1 = 1.420 m resulting in ∆z = z1 − z0 = 1.055 m. This
extension corresponds to a mass of m ≈ 190 kg and re-
sulted in a table height of htable ≈ 1.10 m. An internal
resonance of the steel springs, their surge frequency, was
effectively damped with soft rubber contacts of standard
latex laboratory gloves hanging from the springs and tape
connecting the spring coils [Fig. 1(c)]. As an equally-well-
performing alternative, we used long stripes cut from an
inner tube of a bicycle tire mounted on the inside of the
springs. With this additional damping, the vibration iso-
lation system is complete for characterization and perfor-
mance measurements.
IV. RESULTS
To characterize the performance of the vibration iso-
lation system, we measured the power spectral density
(PSD) of the vibrations [Fig. 2(a)]. We placed the sen-
sor of the vibration analyzer system either in the center
of the optical table [Fig. 1(b)] or on the floor directly
beneath the optical table and recorded the vibrations
from the control room outside the walk-in chamber. The
PSD of the floor acceleration inside the walk-in chamber
[black line in Fig. 2(a)] had a maximum at ≈20 Hz with
a first peak at ≈11 Hz presumably corresponding to its
lowest fundamental resonance. A narrow peak at 100 Hz
was caused by the air-conditioning outside the walk-in
chamber, which was significantly reduced when the air-
conditioning was turned off. On the optical table, vibra-
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FIG. 2. Vibration spectrum, transmissibility and transient response of the vibration isolation system. (a) Power spectral
density of the acceleration measured on the floor and optical table. (b) Transmissibility of the optimized table as a function
of frequency. The transmissibility T = ([1 + (2ζf/f0)
2]/[(1 − [f/f0]2)2 + (2ζf/f0)2]) 12 was fitted to the data (red line) in the
range of 1–40 Hz using a fixed value of f0 = 0.42 Hz. With the same f0, T for ζ = 0.3 and 2.1 are shown for comparison. Inset:
Normalized amplitude (data: circles, fit: yellow line) after a ≈1 cm displacement from the equilibrium position as a function of
time. As a guide to the eye, the edge of the inset has a 1/f slope.
tions were significantly reduced at all frequencies [cyan
line in Fig. 2(a)]. With the initial implementation of the
system, we observed high peaks at around 7 Hz, 9 Hz, and
corresponding overtones. These peaks originated from an
internal resonance or surge frequencies between the indi-
vidual coils of the steel springs due to their finite mass.
We successfully damped these resonances by weak rubber
contacts between the coils on both the in- and outside of
the springs [Fig. 1(c)]. These loose contacts optimized
the damping in the frequency band around 1–10 Hz [red
line in Fig. 2(a)]. Note that above 40 Hz, the measure-
ment was largely limited by the sensitivity of the vibra-
tion analyzer. Also, some of the peaks may correspond to
electronic noise (overtones of the power line frequency).
When we removed the damping elements below the op-
tical table, the PSD showed a resonance peak [green line
in Fig. 2(a)] fitted to be at f0 = 0.42 ± 0.01 Hz (blue
dotted line) roughly consistent with the expected value.
Thus, the table was well isolated from typical laboratory
vibrations with frequencies f & 1 Hz.
To quantitatively assess the table performance, we es-
timated its transmissibility and measured its transient
step-response behavior. Since we could not measure vi-
brations on the ceiling or on top of the walk-in chamber,
we approximated the motion transmissibility by the ra-
tio of the vibration amplitude on the table relative to the
floor [Fig. 2(b)]. The measurement was limited to a fre-
quency range of ≈2–40 Hz because the vibration analyzer
could not reliably measure vibration amplitudes at lower
frequencies and, as mentioned above, was not sensitive
enough at higher frequencies. In the reliable range, the
transmissibility decreased with the expected 1/f depen-
dence. A best fit of the theory, resulted in a damping ra-
tio of ζ = 0.58±0.01. The lowest measured transmissibil-
ity was about 0.005 corresponding to -45 dB. Thus, based
on the transmissibility, as designed, the vibration isola-
tion system performed as a slightly underdamped (ζ . 1)
harmonic oscillator. After a step-like disturbance, such
a system should exponentially relax back to its equilib-
rium position with some ringing oscillations. This tran-
sient behavior, we indeed observed [inset Fig. 2(b)]. A fit
of an exponentially damped oscillation resulted in a time
constant of the exponential relaxation of τ = 0.36±0.01 s
and an oscillation period of T = 1.39±0.01 s. Thus, with
a sub-second relaxation time constant, macroscopic dis-
turbances were quickly damped.
To evaluate the overall performance of our custom-
built system, we characterized its performance relative to
two commercial systems and common vibration criteria
(Fig. 3). Since vibration criteria are expressed in terms
of rms velocity (the square root of the vibration velocity
PSD; see Materials and Methods for the conversion of
the measured acceleration PSD to a velocity PSD), we
measured the rms velocity in the vertical z-direction on
three similar optical tables with similar weights (includ-
ing the payload) in the same laboratory room each placed
in similar walk-in chambers having comparable floor vi-
bration amplitudes [Fig. 3(a)]. Two tables were isolated
from vibrations from a state-of-the art active and passive
system, respectively, and one by our optimized custom-
built system. While our system performed best between
1–10 Hz, above 10 Hz all three systems performed similar.
Below 1 Hz, we could not measure any difference between
the devices limited by the vibration analyzer. All systems
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performed better than the stringent NIST-A1 norm and
well below the VC-D vibration criterion, which is 2-fold
higher than VC-E and the recommended standard for
SEM and TEM electron beam devices. The vibration
level on the optical table isolated with our custom-built
system was comparable to that induced by an accelera-
tion of about 30 ng for most frequencies. Since viscous
damping should perform equally well in all directions, we
also compared the vibrations in the two horizontal direc-
tions [Fig. 3(b)]. For both horizontal degrees of freedom,
with few exceptions in narrow frequency bands, our sys-
tem outperformed the commercial systems significantly
in the 1–100 Hz range. The good performance in all spa-
tial directions indicates little coupling between the dif-
ferent translational degrees of freedom.
V. DISCUSSION
Our custom-built vibration isolation system was de-
signed as a slightly underdamped harmonic oscillator
with a resonance frequency of about 0.5 Hz. Since the
springs were extended to their maximum extension, the
total suspended weight was m ≈ 187 kg (maximum load
plus initial tension divided by gravitational accelera-
tion) consistent with our weight estimate. Using this
value, the measured resonance frequency of 0.42 Hz, and
Eq. 1, the spring constant of the individual springs was
0.33 N/mm—somewhat smaller than the specifications.
Based on the measured extension and Eq. 1, the res-
onance frequency should have been 0.49 Hz. The fre-
quency of 0.42 Hz corresponds to an extension of 1.42 m
according to Eq. 1. Interestingly, this value corresponds
exactly to the springs resting length plus its extension,
z1 = z0 + ∆z, implying that this length was the deci-
sive length. Overall, we attribute the differences from
the expected values to nonlinearities of the maximally
extended springs deviating from the Hookean approxi-
mation. Apart from this small nonlinear response, we do
not expect any other effects, like creep or failure, to occur
when operating the springs at their maximum specified
extension.
The oscillation period of the transient response was
shorter compared to the expected period of the funda-
mental, “bounce” or “heaving” mode of the optical ta-
ble. Thus, the table relaxed via a different mode. Since
the springs and/or damping elements are not identical,
each corner of the table relaxed with a different time
constant resulting in a rotation around the center of
mass of the table. The resonance frequency of this rota-
tion for a weakly or uncoupled system is approximately
frot ≈ f0
√
3(1− 4∆LL ), where L is the length or width of
the table and ∆L the distance from the edge of the table
to the point of suspension using 112mL
2 for the table’s
moment of inertia [1, 14]. With the values L = 1.4 m
and ∆L = 0.12 m, the period for the rotational oscil-
lation is Trot = 1.4 s, which is in excellent agreement
6with our measured period. Thus, the table did not relax
via its heaving mode, but rather by a rocking, rolling or
pitching mode around its center of mass. Since the reso-
nance frequency of this mode is higher compared to the
fundamental frequency, the transient response was faster.
Furthermore, the quantitative agreement of the measured
rotational oscillation period with the theory implies that
the coupling between translational and rotational degrees
of freedom was small [14].
The transient response provides information about the
amount of damping. Based on the measured mass and
exponential relaxation time of the transient response
τ = 2m/γ, the systems’s damping coefficient was γ =
1.04 kNs/m. This value is 6.9× larger compared to the
Stokes drag of the spheres of γ0 = 4 · 6piηr ≈ 0.15 kNs/m,
where η is the viscosity of the silicone oil and the factor 4
accounts for the four damping elements. The difference
can be explained by the nearby walls of the oil container.
The drag of a sphere along the axis of an infinite cylinder
with a distance to the cylinder wall, in our case, corre-
sponding to 2.5 times the sphere’s radius is increased by
a factor of ≈3.5 compared to Stokes drag (e.g. [15], p.
318). In addition, the finite length of the cylinder needs
to be accounted for, whereby our dimensions invalidate a
linear approximation [16]. A lower estimate of the drag
increase is given by how the drag increases for movements
perpendicular to an infinite flat wall. In our case, this
increase is ≈ 1.8γ0 [17]. Multiplying these two factors
results in a total increase of about 6.3γ0, close to our
measured value. Thus, for macroscopic displacements,
the damping coefficient is significantly increased by the
finite size and geometry of the oil container.
While the measured resonance and mass are consis-
tent with our expectations, there is a discrepancy with
respect to the measured damping coefficient and the ex-
pected transmissibility. Using the measured values for
the damping coefficient, mass and spring constant re-
sults in a damping ratio of ζ ≈ 2.1. With ζ > 1,
the system should be overdamped inconsistent with the
damped oscillatory transient response. We attribute the
oscillation to the relaxation via the rocking mode and,
possibly, finite-size flow effects of the viscous oil in the
cylinders. Also, based on this damping ratio, theoreti-
cally the transmissibility should be worse [cyan line in
Fig. 2(b)]. For comparison, we also plotted the trans-
missibility for ζ = 0.30 (green line)—the expected value
without the wall effect. The best-fit resulted in ζ ≈ 0.58,
a value that is closer to the Stokes drag estimate without
walls. One possible explanation might be a non-linear,
time-dependent viscous response. In the absence of large
disturbances, the vibration amplitude on the table was
≈10 nm at 1 Hz falling off with roughly 1/f2 (i.e. 0.1 nm
at 10 Hz). These amplitudes are much smaller than the
dimensions of the spheres and cylinder used for damp-
ing. If the spheres move with these amplitudes on these
time scales relative to the stationary cylinder, the full
equilibrium flow profile in the cylinders may not have
been established [18] resulting in an effective damping
coefficient closer to the Stokes drag estimate. For small,
short, and random amplitude fluctuations, the spheres
effectively may not “feel” the presence of the walls. A
non-linear damping coefficient that increases with deflec-
tion amplitudes could also explain the transient ringing
behavior. Alternatively, since the walk-in-chamber is a
vibration isolation system in itself, we have a multistage
system that improves high frequency attenuation. For
frequencies well above the table and chamber resonances,
the transmissibility of the combined system should roll
off with 1/f2 [1, 9]. However, since the resonance of
the chamber is about 11 Hz, this effect should only occur
for significantly larger frequencies. At these frequencies,
the measured transmissibility showed a broad peak at
around 70 Hz. We attribute this peak to resonances of
the table frame that supports the oil containers. A more
rigid construction of the latter should improve the per-
formance further. However, since at these frequencies the
displacement amplitudes of vibrations are already on the
sub-A˚-level, we did not pursue this idea further.
Overall, our vibration isolation system combined the
advantages of steel springs with viscous damping. Steel
springs do not drift or creep and allow for a maximum
extension in rooms with a common ceiling height al-
lowing for good low-frequency isolation. Since springs
are available in all dimensions, our design can be ad-
justed to different payloads and ceiling heights. For ex-
ample, a 4-m high ceiling should allow for a resonance
of ≈0.3 Hz. We could reduce the high-frequency trans-
mission through the springs and internal resonances by
adding soft damping elements to the springs themselves.
The rocking motion inherent to the system was beneficial
in the sense that it reduced the transient response time.
The viscous damping based on four spheres, has the ad-
vantage that all translational and rotational degrees of
freedom are damped simultaneously. For the horizontal
translational modes of freedom, the resonance frequency
is given by the well-known pendulum resonance. Since
the pendulum length here roughly corresponds to the
spring resting length plus its extension, z1 = z0 +∆z, the
horizontal resonance is given by fhoriz0 ≈ 12pi
√
g
z1
, which
is even lower compared to the vertical direction (Eq. 1).
Thus, horizontal vibration isolation is expected to be at
least as good as for the vertical direction. This expecta-
tion is supported by our data [Fig. 3(b)]. Since the op-
tical table’s rotational degrees of freedom correspond to
linear combinations of the translational degrees of free-
dom of the four individual damping elements, a good
performance for the translational degrees of freedom also
implies good performance for the rotational degrees of
freedom with small coupling between the individual de-
grees of freedom as pointed out above. Therefore, the
viscous elements provide independent damping for each
of the three fundamental translational and rotational de-
grees of freedom of the optical table.
The amount of viscous damping can be adjusted by
the size of the spheres, the viscosity of the oil, and the
7distance of the spheres to the bottom of the oil contain-
ers. Since the drag coefficient diverges as the spheres
approach the bottom [17], the damping coefficient can
roughly be varied 10-fold using the latter approach. A
lower damping ratio compared to the one we used, may
reduce the transient response time, but will increase low
frequency noise. The optimal damping depends on the
application and vibrational noise spectrum. While com-
mercial systems are very compact and are designed to
fit under an optical table, our system requires ceiling
mounting and space for the springs, which may limit
some applications. The better performance of our sys-
tem compared to the commercial ones may be due to the
truly viscous damping, which provides damping in all six
degrees of freedom and may minimize the coupling be-
tween these degrees in contrast to common viscoelastic
dampers. Also, our higher damping ratio may more effi-
ciently reduce the ringing amplitudes of transients arising
from the random, superimposed step-like disturbances
coming from the building. Overall, the performance of
our system meets stringent vibration criteria—it is bet-
ter than VC-K—with a vibration level of about 30 ng
in the vertical direction. The system is comparable to,
and in the low frequency range better than, designed
low-vibration laboratories [8, 19]. Our solution is cheap,
simple to build, and possible to be scaled for different
payloads. Thus, in the long term, we expect that our
custom-built, high performance vibration isolation sys-
tem can be used for many other delicate measurement
devices such as superresolution or electron microscopes
and will enable sensitive experiments by effectively iso-
lating the instruments from vibrations.
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